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Abstract. The article describes a gamma ray spectrometer protected by a lead shield (Model
747E Canberra lead shield) and an active shield made of an 80 cm × 80 cm × 3 cm plastic scin-
tillator plate in anticoincidence on top of the lead shield. The detector used as low background
gamma-spectrometer is a high purity Germanium crystal of model GC2018 Canberra. The back-
ground count rate currently achieved (30-2400 keV) is 1.27 cps without anticoincidence. The level
of background suppression obtained from the active protection is 0.80 overall and about 0.43 for
the 511 keV gamma line. The gamma ray spectrometer is installed and operated in the Nuclear
Laboratory, Department of Nuclear Physics, University of Science, HCMC-Vietnam National Uni-
versity.
Keywords: gamma ray spectrometer, cosmic rays, plastic scintillator, high-purity Germanium de-
tector.
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I. INTRODUCTION
The background of a Germanium detector is due to natural and artificial radioactive ele-
ments distributed in the surroundings of the detector, radon and cosmic rays induced radioactiv-
ity [1]. The major sources of activity from the crystal and the construction materials are primordial
emitters 238U, 232Th and their daughters, and 40K isotope in natural potassium. This contribution
to the background can be reduced by means of suitable shielding (very low activity lead or “old”
lead) and by selecting pure radioactivity materials surrounding the crystal [2]. The radon com-
ponent can be reduced by flushing the cavity around a detector with nitrogen evaporating from
the Dewar [3]. Then the cosmic rays induced background become predominant, which originates
from cosmic muon and the production of tertiary neutron by muon in the surrounding materials,
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especially the lead shield [4, 5]. This component can be reduced by installing the Ge-detector in
an underground laboratory [6–8]. The other possibility is to operate a Germanium detector by an
anticosmic shielding [8]. The anticosmic shield can be made of gas or plastic scintillation detec-
tors, which surround the lead shield housing the Ge-detector [1,9]. In this work, we have designed
and implemented a background reduction system for a Ge-detector located at a surface laboratory
with plastic scintillation plates and an anticoincidence electronic system.
II. DETECTOR SYSTEM
The Ge-detector used in this work is a low-level high-purity Ge-detector (HPGe), made by
Canberra (model GC2018), with a relative efficiency of 20% , an active volume of 104 cm3 and
an energy resolution of 1.8 keV (full width at half maximum, FWHM) at 1332.5 keV gamma ray
of 60Co [10]. The Ge-detector is installed in the surface laboratory of the Department of Nuclear
Physics, Faculty of Physics & Engineering Physics, University of Science, VNU-HCMC.
Passive shield
The whole laboratory is located above ground in a building room of the department with 20
cm thick concrete walls as a first layer of shielding. The detector is surrounded by a cylindrical
bulk shield (Model 747E made by Canberra) 63.5 cm high with a diameter of 50.8 cm [11]. It
consists of the following shielding layers (moving inward): 9.5 mm thick low carbon steel, 10 cm
thick low-background lead, 1.0 mm tin and 1.6 mm copper graded liners to reduce or eliminate the
presence of characteristic fluorescence X-rays from the lead shield. The whole detector assembly
is placed inside a lead shield, 10 cm below its upper surface.
Anticoincidence setup
An active shielding consisting of two 80× 40× 3 cm3 plastic scintillator plates placed
side by side, equivalent to an 80×80×3 cm3 plastic veto scintillator, is located above the upper
side of the passive shielding. The single rate in the scintillator plates is approximately 70 cps
(counts per second). The signal from the scintillator plate is subjected to a 25mV discriminator
threshold, equivalent to the 2.0 MeV energy deposition for muons and gamma rays. The main aim
of the active shield is to eliminate the cosmic-ray background (mainly induced by cosmic muons).
This background consists of cosmic particles (essentially muons, but also neutrons) which may
interact or decay in the material between the anticoincidence counter and the germanium detector,
producing a background not only of decay electrons but also of delta rays and soft gamma rays. To
reject it, in order to allow for the important contribution of electrons from muon decays, one needs
therefore to allow for a time delay reaching of the order of the muon lifetime (2.2 µs) between the
fast scintillator pulse and the germanium signal.
The electronics diagram is displayed in Fig. 1. NIM electronics is used to generate the veto
gate. The scintillator pulses are amplified, converted to fast logic signals using constant fraction
discriminators (CFD) and OR-ed; the OR signal is then processed in a delay/gate generator, 2.2 µs
wide and 200 ns delayed. The Ge-pulse is processed by a preamplifier (Canberra 2002C) and an
amplifier (Canberra 2026), then input to the “ADC INPUT” of MCA-EASY-2K (MCA made by
ORTEC). Besides, the amplifier has an ICR (incoming count rate) output which provides a stan-
dard TTL logic signal corresponding to the input count rate. The digital signals of the Ge-detector
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Fig. 1. Schematic diagram of the electronics.
and the plastic scintillator veto gate are then AND-ed. As a result, an output “gate signal” of the ac-
tive veto shield is produced only when there is a coincidence signal between the plastic scintillator
detector and the Ge-detector and then sent directly to the gate input on the multichannel analyzer
MCA-EASY-2K. The MCA is software-selectable to record detector pulses in coincidence, anti-
coincidence or “off” with regard to this gate signal. The gate signal from the AND-combination
has to be delayed by 7.5 µs and extended to 7.5 µs by a second delay/gate generator to symmetri-
cally overlap the FLAT TOP section of the shaped signal from the spectroscopy amplifier. In this
work, the anticoincidence mode is selected, in order to eliminate the Ge-detector pulses produced
by cosmic rays. The delays, width extensions (delay/gate generators), OR-combination and AND-
combination are done with the FPGA trigger module which is embedded by VHSIC Hardware
Description Language (VHDL) code for Field-Programmable Gate Array (FPGA) technology.
III. RESULTS AND DISCUSSION
Fig. 2 shows a comparison of the background without and with veto detector. Integrated
counting rates between 30 keV and 2400 keV are 1.27 cps and 1.02 cps; respectively. This means
that the present active shield itself reduces the background by a factor of 1.23. When a muon
collides with high Z materials, it produces many kinds of secondary particles such as electrons,
positrons and protons. These secondary particles are either absorbed by lead shielding or generate
gamma rays by bremsstrahlung or electron-positron annihilation. The 511 keV gamma line shown
in Fig. 2 is mainly due to annihilations induced by cosmic bremsstrahlung positrons. The active
shield, suppresses it by a factor of 2.29. The reduction in various energy intervals in the spectrum
is broken down in Table 1. The effectiveness of the veto is not as strong below 100 keV, where
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the reduction factor falls quickly to around a factor of 1.1. Above 600 keV, the overall reduction
is around a factor of 1.3. The background reduction that has been obtained is small and would
remain small if a better anticoincidence counter, with broader solid angle coverage were used.
The main source of background is due to ambient radon and neutrons, which do not interact in the
anticoincidence shield.
 
Background – No veto 
Background – Top veto 
Fig. 2. Comparing the background spectra obtained without and with active shield.
Table 1. Background reduction in counting rates across various energy intervals, without
and with active shielding.
Region No veto Top veto
Reduction
(keV) (c.p.s) (c.p.s)
30-50 0.054 0.053 1.019
50-100 0.168 0.149 1.128
100-150 0.143 0.121 1.187
150-200 0.139 0.117 1.195
200-250 0.115 0.092 1.248
250-300 0.085 0.068 1.252
300-400 0.123 0.097 1.268
400-500 0.081 0.064 1.269
511 0.021 0.009 2.287
500-600 0.073 0.054 1.366
600-2400 0.310 0.225 1.376
30-2400 1.273 1.023 1.244
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